Rejected images represent both unnecessary radiation exposure to patients and inefficiency in the imaging operation. Rejected images are inherent to projection radiography, where patient positioning and alignment are integral components of image quality. Patient motion and artifacts unique to digital image receptor technology can result in rejected images also. We present a centralized, server-based solution for the collection, archival, and distribution of rejected image and exposure indicator data that automates the data collection process. Reject analysis program (RAP) and exposure indicator data were collected and analyzed during a 1-year period. RAP data were sorted both by reason for repetition and body part examined. Data were also stratified by clinical area for further investigation. The monthly composite reject rate for our institution fluctuated between 8% and 10%. Positioning errors were the main cause of repeated images (77.3%). Stratification of data by clinical area revealed that areas where computed radiography (CR) is seldom used suffer from higher reject rates than areas where it is used frequently. S values were log-normally distributed for examinations performed under either manual or automatic exposure control. The distributions were positively skewed and leptokurtic. S value decreases due to radiologic technology student rotations, and CR plate reader calibrations were observed. Our data demonstrate that reject analysis is still necessary and useful in the era of digital imaging. It is vital though that analysis be combined with exposure indicator analysis, as digital radiography is not self-policing in terms of exposure. When combined, the two programs are a powerful tool for quality assurance.
INTRODUCTION
R epeated and rejected images represent both unnecessary radiation exposure to patients and inefficiency in the imaging operation owing to wasted time and resources. Repeated images are inherent to projection radiography, where patient positioning and alignment are integral components of image quality. With screen-film imaging systems, the relatively narrow exposure latitude available for creating a clinically useful image sometimes necessitates repeated images owing to under-or overexposure of the film. Patient motion and artifacts unique to the image receptor technology can result in repeated images as well. Therefore, repeat/reject analysis is an integral part of a quality assurance (QA) program for radiography. Repeat/reject analysis is mandated by the US government for mammography 1 and is recommended for projection radiography by multiple organizations and accrediting bodies.
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In screen-film imaging departments, reject analysis programs (RAP) rely on the physical collection of rejected images in containers, the contents of which are periodically sorted by reason for rejection and normalized by the total number of films consumed during the period to determine reject rates. 5 This system is often complicated by the time-consuming task of determining reasons for rejection "after the fact" and determining the total number of films consumed. 6 During early clinical experience with digital radiography, it was proposed that this new technology might eliminate repeated images and render any RAP obsolete. 7 However, imaging departments quickly realized that this was not the case 8 and that a RAP was still a vital part of a QA program. In fact, digital radiography has made reject analysis more complicated and, ironically, may facilitate the repetition of images owing to the ease of acquisition, especially with cassette-less systems where no manual intervention occurs between receptor exposure and image readout. Physical evidence of rejected images no longer exists for tallying, and on many early digital imaging systems, radiographers can simply delete unwanted images, which are ultimately never accounted for. 8, 9 This is still a problem today, and one manufacturer of indirect digital radiography (iDR) equipment whose equipment is installed at our institution allows the user to select "Delete" from a right-click pop-up menu during an active examination unless the function is locked by the administrator. Even if deletion is not an option, rejected images often simply reside in the system until they are deleted to make room for more images.
Thus, the adoption of digital imaging and specifically soft-copy interpretation forced radiology departments to develop innovative RAP. Early methods used for RAP included manual collection of data from acquisition stations, 10,11 manual tagging of rejected images by a QA radiologic technologist (RT), 9 manipulation of examination and demographic information in rejected images along with the use of routing tables to segregate rejected images, 8 and extraction of information from the Digital Imaging and Communications in Medicine (DICOM) header. 12 Most of these methods involved manual collection of data and were subject to similar problems, including lack of RT compliance, [8] [9] [10] intentional circumvention of the program by RTs, 9 accidental deletion of data, 11 and false-negative or false-positive results. 12 Recently, two studies have described sophisticated server-based RAPs that automatically collect, parse, and analyze data from many different acquisition systems spread throughout an institution.
13,14 These types of RAPs avoid many of the difficulties associated with manual data collection and analysis.
Perhaps as important as the RAP is a program to track exposures in digital imaging departments. Burkhart proposed that ongoing study of the retake rate and its causes is the most useful means of evaluating the effectiveness of a quality assurance program. 15 Others have argued that monitoring image quality and patient exposures are all that is necessary in a quality assurance program, and in the era of digital imaging, deeper investigation of equipment operating parameters should be performed only when either is out of tolerance (Gray 2008, personal communication) . Exposures in screen-film departments were indirectly monitored via the optical density of resultant films: Underexposed films were light and overexposed films were dark. These films were then sent to the reject bin, where they were counted as part of the RAP. Digital imaging has resulted in the decoupling of receptor exposure and the related quantity of patient exposure from the grayscale appearance of the electronic image. While this has resulted in fewer repeats due to overexposed images, [9] [10] [11] 16 it has also resulted in a phenomenon known as dose creep. 17, 18 Because of the automatic adjustment of grayscale in digital imaging, until the limit of adjustment is reached, overexposed images have a more pleasing appearance than underexposed images. Technologists respond to feedback from radiologists who naturally prefer less noisy images. Thus, receptor exposures tend to increase over time, and consequently, patient exposures also increase. Therefore, it is important to monitor exposures to maintain a level that provides adequate image quality at a radiation exposure that is as low as reasonably achievable. Previous reports demonstrated the ability to tighten exposure ranges and reduce the number and frequency of overexposures. 19, 20 Our institution has a large installed base of FujiFilm (FujiFilm Medical Systems, Stamford, CT, USA) computed radiography (CR) equipment. FujiFilm provides several utilities in the form of graphical user interfaces on their Intelligent Image Processing (IIP) workstations that enable an authorized user to download rejected image data and exposure indicator data. The results can be downloaded in comma-separated values (CSV) format to a 3.5-in. floppy disk or Universal Serial Bus portable media for further analysis. However, several problems exist with this method of data collection. First, as mentioned earlier, the data must be retrieved manually. This task can be quite burdensome, particularly if an institution is dispersed among multiple buildings that are geo-graphically separated. For example, our institution has 27 IIP stations distributed across several buildings, separated by as much as 1/2 mile. Second, accidental or intentional deletion of data can occur, frequently by unwitting service engineers, resulting in data collection gaps. Finally, cobbling the data from multiple systems into one usable format can be challenging.
We believed that we could implement a combined RAP and EAP while addressing long-standing problems with rejected image analysis using readily available resources and tools. To this end, we developed a centralized, server-based solution for the collection, archival, and distribution of RAP and exposure indicator data that automate the data collection process. Our process does require some human intervention: initially to configure acquisition stations to download data and ongoing selection of reasons for rejection of an image. In its current state, our system still relies upon humans to analyze the data, which is a limitation. However, future versions will incorporate automated analysis into the process.
MATERIALS AND METHODS
This report is based solely on our experience with FujiFilm equipment. In our clinical setting, most projection radiography is accomplished by iDR, and cassette-based CR is used primarily for bedside examinations and those views that are inconvenient for our iDR systems. However, our methods and techniques should translate easily to other systems. Our radiologic technologists were aware that rejected image analysis and exposure analysis were being performed during the course of this study.
We used an existing server running SUSE Linux 10.0 (Novell, Waltham, MA, USA). An MS-DOS batch file that executes the necessary commands to download RAP and exposure indicator data was installed on each IIP at our institution, and the downloaded data were transferred via FTP to our central server. This process was executed each day at midnight using a scheduled task in the Windows operating system on the IIP and crontab, a job scheduler in Unix and Linux operating systems, on the server side. Administrators were automatically notified via email of any errors encountered during the process to ensure contiguous collection of data. Additional data, including technologist identification number and name, were then collected from the Radiology Information System (RIS) to complete the assembly of our data set (Table 1) . Technologists were linked to rejected images by the accession number of the examination. All data were parsed into a MySQL (MySQL AB, Uppsala, Sweden) database after collection. Server-side programming was implemented in Practical Extraction and Report Language.
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Exposure indicator data for each view were collected in a similar fashion. The exposure indicator reported by FujiFilm CR systems is the S value. The S value is related to the exposure incident on an imaging plate as
where X is the exposure (mR) incident on the imaging plate. The L value, which corresponds to the number of decades of exposure digitized in the final image, is also included in the collected exposure analysis data. The accuracy of the S value and its relationship to patient exposure is dependent upon many factors, including exposure conditions, patient positioning, algorithm selection, and patient body habitus. S value data were analyzed and results presented using descriptive statistics. It is worthwhile to discuss the statistical analysis of S value data. It has been shown previously that S value data for examinations performed under manual exposure control are not normally distributed but instead are log-normally distributed, as illustrated in Figure 1 . 22 This distribution arises because the X-ray beam incident on the CR plate has been exponentially attenuated while passing through the patient, and patient thickness is normally distributed. Therefore, we performed a log transform on S value data prior to analysis, then an antilog transform to prepare the data for presentation. Statistical descriptors were calculated appropriately given the log-normal distribution
Outliers in the transformed S value data were eliminated according to Chauvenet's criterion. 24 Currently, authorized users can access RAP and exposure indicator data hosted on an Apache web server (The Apache Software Foundation, Forest Hill, MD, USA) via an HTTP web interface ( Fig. 2 ) from any computer within the Division of Diagnostic Imaging intranet. Access is password protected on two levels, one via departmental intranet authentication and the second via a user account on the Apache server. From this interface, the user can filter data by month, year, and clinical location within Diagnostic Imaging. Pages are dynamically generated using Common Gateway Interface. In addition, a feature allows the inclusion or exclusion of student data. From this interface, the user can peruse the data, view rejected images in JPEG format, or download data in CSV format for further analysis.
An exposure indicator log is also accessible via a similar HTTP interface (Fig. 3) . This HTTP interface also affords access to other information, including L value and plate ID, from every image that has been acquired. While this feature is less useful for visual analysis, it is very powerful for downloading large amounts of exposure data in CSV format for analysis of exposure trends.
RAP and exposure indicator data were collected for 12 months, from April 2007 to March 2008. RAP data were sorted both by reason for rejection and body part examined, as previously recommended.
25 Data were also stratified by clinical location for further investigation. In addition, data from our exposure analysis program (EAP) were analyzed for the same time period using descriptive statistics and single-tailed, two-sample t tests.
RESULTS AND DISCUSSION

RAP Data
Overall, 6,002 images were rejected out of a total of 66,063. Figure 4 presents the monthly composite reject rate, defined as the ratio of the number of rejected images to the total number of images acquired, institution-wide. The reject rate at our institution generally fluctuated between 8% and 10% and dipped slightly below 8% during December 2007 and February 2008. The mean rate was 8.7%, and all monthly rates fell within 2 standard deviations of the mean (7.2% G× G 10.3%). When the reject rate was stratified by clinical area, more variation was seen (Fig. 5a ). This variation is depicted in Figure 5b , which plots the number of CR exposures performed in each clinical area per month. The total number of exposures was derived from exposure indicator logs, which recorded an S value for each image acquired, whether accepted or rejected. Taken as a whole, Figure 5 demonstrates that clinical areas where few cassette-based examinations were performed suffered from the highest reject rates, whereas areas that frequently used cassette-based CR were characterized by lower reject rates. For example, area 1 is predominantly an outpatient imaging area, using five iDR systems and one radiographic/fluoroscopic system. Cassette-based CR is used only for scout films during cystogram studies and for decubitus images on the iDR systems. Area 1 had the highest reject rate of any clinical area. Conversely, area 5 is the intensive care unit, where many bedside radiographic examinations are performed each day, and it had the lowest reject rate of any clinical area.
The reasons for rejection available for technologist selection were the default reasons installed on our IIPs: POSITIONING, PATIENT ID, EXPOSURE ERROR, TEST IMAGES, and ARTIFACT. A blank field was also provided, and we have classified this selection as NONE. Technologists did have the option of selecting a secondary reason or adding comments in a free text field to further refine the cause; however, these responses were not included in this study. Table 2 stratifies rejected images by reason for rejection. As reported by previous studies, [8] [9] [10] [11] [12] [13] 16 the majority of rejected images were due to positioning errors (4,639 images, 77.3%), and only 9.8% (588) were rejected owing to exposure errors. Of the 588 rejects classified as EXPOSURE ERROR, 31.8% (187) were actually within our institution's acceptable range of S=50 to S=500. Furthermore, 13.6% (80) of the EXPOSURE ERROR rejects were characterized by S=200 and L =4.0, which resulted when the CR system detected insufficient light output during the scanning process. This can result from a gross underexposure of a clinical image, the reading of an unexposed cassette, or exposure of the patient without the cassette in the X-ray field. Therefore, these rejects were classified as underexposures. The 68.2% of rejects (401) marked correctly as EXPOSURE ERROR, along with those characterized by S=200 and L=4.0, were classified as underexposures (329 images, 82.0%) and overexposures (72 images, 18.0%). Fifty images (0.8%) were rejected owing to "Patient ID". This was surprising considering that our institution uses DICOM Modality Worklist (MWL) for automated association of demographic information with images; however, errors unique to DICOM MWL can still occur, such as incorrect patient selection from the worklist. 26 Demographic information errors in digital imaging can and should be corrected electronically during or after the procedure, resulting in the elimination of these types of errors. It is possible that images marked incorrectly with lead markers could have been mistakenly placed in this category instead of the "Positioning" category. Table 3 stratifies rejected image data by view. The view was derived from the menu code field stored by the IIP reject analysis interface. This breakdown is more useful than a breakdown by body part examined, as many views can be included for one body part. For example, on the FujiFilm CR system, the body part denoted as CHEST contains not only chest images but also views of the ribs, clavicle, sternum, etc. Table 4 shows both the percentage that each view comprised of the total number of rejected images and the percentage that each view was rejected relative to the total number of times that specific view was acquired. These data tend to parallel the clinical area data seen in Figure 5 , but in this case demonstrate that a specific view that is rarely performed is frequently rejected, likely owing to lack of experience on the part of the technologists. Figure 6 presents monthly exposure indicator data for body part examined ABDOMEN. Although ABDOMEN includes several views (GENERAL, LT DECUB, RT DECUB), these examinations are all very closely related, utilize similar radiographic techniques, and have the same target S value at our institution (S=200), therefore analyzing these composite data is still potentially useful. Figure 6a plots three statistical descriptorsmean, median, and mode, and Figure 6b plots the mean ±1 standard deviation. The data exhibit characteristics of the log-normal distribution: Their distribution is positively skewed, and their mean is greater than the median, which is in turn greater than the mode. The average skewness of the distribution is 1.78 and the distribution is highly leptokurtic (kurtosis=6.16). When the data are viewed longitudinally, it is interesting to note that a highly significant (pG0.001) 15-20% decrease in S value occurred from October 2007 to November 2007. We attributed this decrease solely to the introduction of new radiologic technologist students into the clinic, as the S values for examinations included in the body part examined ABDOMEN performed by students were significantly less than those performed by employees (pG0.01).
Similar data for the view PORTABLE CHEST, a single view using only manual exposure control, are shown in Figure 7 . The S value distribution is log-normal, positively skewed (1.23), and leptokurtic (2.82). Again, a highly significant (pG 0.001) 15-20% decrease in S value, corresponding to higher exposures, was seen from October 2007 to November 2007. However, in this case, S values for PORTABLE CHEST examinations performed by students were not significantly less than those performed by employees (p=0.84). Therefore, the decrease in S values from October 2007 to November 2007 must have been influenced by other factors than just the introduction of new students into the clinic. A review of quality control records revealed that S value calibrations were performed on several CR plate reader units that were heavily used for reading bedside examinations, including the view PORTABLE CHEST. These calibrations resulted in an average S value decrease of 60 for an exposure of 1 mR to the imaging plate. Therefore, the use of similar manual exposure techniques after the calibration would have resulted in decreased S values. It can be seen that the impact of reader calibrations on exposures can be long-lasting, as the mean and median S values had not returned to baseline after 5 months (Fig. 7b) .
Monthly exposure data for the view PELVIS, GENERAL are presented in Figure 8 . This view is comprised almost exclusively of images acquired under automatic exposure control (AEC). It is important to note that the data appear to be described well by the log-normal distribution, evidenced by the hierarchy of mean, median, and mode and a positively skewed (1.42) and leptokurtic (3.96) distribution. More month-to-month variation was seen in these data (Fig. 8a) , including a decrease in S value from October 2007 to November 2007. The observed decrease was not as drastic as seen for other views, but was significant (pG0.05). However, other significant fluctuations occurred during the year: A significant decrease in mean S value occurred from December 2007 to January 2008 (pG0.05) and a highly significant increase in mean S value occurred from January 2008 to February 2008 (pG0.01). Much of this variation may relate to the dependence of S values of images acquired under AEC on two separate pieces of equipment-the CR plate reader and the radiographic system, especially the AEC system. We did not perform sensitivity calibrations on our AEC systems during the time of this study; however, we did adjust the balance of the AEC system when found to be out of tolerance during the course of annual quality control testing. Pelvis images at our institution are acquired under AEC using the left and right AEC cells, and therefore, a rebalancing of the cells, which is usually referenced to the center cell, would change the exposures delivered to CR plates. This is difficult to confirm due to lag time between quality control testing and corrective action and because our CR systems are not integrated, thus no information about actual radiographic techniques is available. An alternative explanation is that the technologists were changing the density setting on the console, resulting in lower S values. We verified that the default density setting on the systems in question was zero. Table 4 presents overall exposure indicator statistics for examinations performed at least 1,000 times throughout the data collection period. Several interesting trends were evident. First, it appears that the AEC systems on our cassette-based radiographic systems may be miscalibrated, resulting in overexposures. Views using manual exposure control exclusively, such as PORTABLE CHEST, ABDO MEN, LT DECUB, and ABDOMEN, RT DECUB, demonstrated mean and median S values close to the target of 200. However, views acquired predominantly under AEC, such as PELVIS, GENERAL, and FEMUR, PROXIMAL, demonstrated S values lower than the target of 200. Indeed, the mean S values for PORTABLE CHEST, ABDOMEN, LT DECUB, and ABDOMEN, RT DECUB were all significantly higher (pG0.001) than the mean S value for PELVIS, GENERAL. When stratified by clinical area, a surrogate for exposure control method, similar results were seen in the ABDOMEN, GENERAL data (Table 5) . Three of the four main clinical areas depicted use AEC to acquire images, while the fourth area uses exclusively manual exposure control. All areas using AEC were characterized by mean S values that were significantly lower (pG0.001) than the area using manual exposure control. Thus, our radiographic equipment needs recalibration to make the AEC system more sensitive so that it will deliver less exposure. Also, while target S values of 200 were generally met, technologists consistently underexposed extremity examinations (TIB/FIB; FEMUR, DISTAL; HUMERUS; etc.), which have a target S value of 100. This can be attributed to several causes, including a lack of understanding of the difference in target S values for extremity (S=100) versus other (S=200) examinations, missing the extremity target because of consistent targeting of S=200 for bedside and other frequent examinations, or fear of exceeding the rejection criterion of S=50
.
It is also interesting to note that the spread in S values, quantified by the coefficient of variation (COV), was generally less for images acquired using AEC compared to images acquired using manual exposure control (Tables 4 and 5 ). This is an expected result and is one of the distinct advantages of AEC over manual exposure control.
CONCLUSIONS
At first glance, it may seem that a reject analysis program is less useful for digital radiography, perhaps due to the stability of modern radiographic equipment and the absence of film processors. However, our data and that of others 8 demonstrate that a RAP is still necessary and useful in the era of digital imaging. It is vital, though, that the RAP be combined with an exposure analysis program, as digital radiography is not self-policing in terms of exposure as was screen-film radiography. When combined, the two programs are a powerful tool for quality assurance and staff education.
Using the methods and tools presented in this work, we were able to identify opportunities for both staff and student education. We also identi- 1 The reason for this limit is the possibility of saturation/ clipping in certain anatomical regions. In practice, we do not immediately reject every image with SG50; ideally, the images are evaluated for clipping or saturation prior to rejection. The choice of a lower limit for the S value involves consideration of the latitude (L) of the histogram of the values of interest (VOI). For example, if L=2 and S=50, an image pixel value of 511 would map to an exposure of 4 mR and the maximum VOI exposure would be 40 mR. However, certain details, such as the skin line, may be compromised with exposures beyond this point. If the latitude of the image is less, e.g., L=1.5 for an extremity image, larger overexposures can be tolerated without concern for clipping. If the latitude of the image is greater, e.g., L=2.5 for a chest image, clipping would be seen at lower exposure levels. fied faults in our radiographic equipment, including miscalibrated AEC systems. An EAP is potentially useful for ongoing quality control of radiographic systems utilizing AEC. Finally, we have laid the framework for the automated collection, analysis, and presentation of data as part of both RAP and EAP. We also propose that the results from our EAP demonstrate that frequent quality control testing, in particular exposure indicator calibration verification, may be warranted. Our results showed that S values and by extension patient exposures did not return to "baseline" levels for months after CR reader calibration. More frequent verification of the calibration would allow less time for the exposure indicator to deviate significantly from its calibrated value.
We are currently working to make our tool more useful by allowing supervisors to view the results of our statistical analyses in the HTTP interface and by automatically generating and distributing rejected image analysis and exposure analysis reports. In the future, we envision a server-based system that collects, analyzes, and archives RAP and EAP data from many different types of radiographic equipment and presents the results in a useful format. This type of system will be especially useful to participants in efforts such as the American College of Radiology's General Radiology Improvement Database, 27 which includes rejected images as one of its metrics. Such a system may also minimize scope creep, as the entire process would be automated and require minimal intervention from the informatics or medical physics departments. Rejected image analysis and exposure analysis reports could be automatically generated and delivered on a periodic basis, enabling radiology supervisors, department administrators, and medical physicists to perform their job duties more efficiently.
While we have presented many of the tools needed to accomplish this goal, it is still necessary for manufacturers to provide data in a common format that are accessible through hospital networks. One manufacturer has addressed this challenge with a digital dashboard for data collection and storage. 28 We have presented what we consider to be a minimal common dataset in this manuscript (Table 1) , and we encourage manufacturers to provide at least these data in a widely usable, cross-platform format such as CSV.
Finally, we encourage manufacturers to provide the means to access these data remotely to facilitate large-scale RAP and EAP at any institution that desires to set up such programs.
